[Comparative characteristics of methods for the immunoenzyme determination of summary immunoglobulins].
Two modifications of ELISA for summary immunoglobulin determination (with and without the use of the antibody-enzyme conjugate) are described with special attention to their sensitivity, reproducibility and the influence of different conditions on assay characteristics. The sensitivity of the assay carried out with the use of the conjugate lies in the nanogram range of concentration. The modification of the assay, not requiring the use and, therefore, the synthesis of the conjugate, may be used with antisera of different specificity.